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Abstract 
Existing open magnetic resonance imaging (MRI) systems use biplanar gradient coils 
for the spatial encoding of signals. We propose using novel oval gradient coils for an open 
vertical-field MRI. We designed oval gradients for a 0.3 T open MRI system and showed that 
such a system could outperform a traditional biplanar gradient system while maintaining 
adequate gradient homogeneity and subject accessibility. Such oval gradient coils would 
exhibit high efficiency, low inductance and resistance, and high switching capability. Although 
the designed oval Y and Z coils showed more heat dissipation and less cooling capability than 
biplanar coils with the same gap, they showed an efficient head-dissipation path to the 
surrounding air, which would alleviate the heat problem. The performance of the designed 
oval-coil system was demonstrated experimentally by imaging a human hand. 
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Introduction 
There are two types of magnetic resonance imaging (MRI) systems; namely, closed 
MRI and open MRI. Open MRI uses a vertical-field magnet with an open space between the 
two opposing magnetic poles. Compared with closed MRI, an open MRI offers adequate 
performance while being more comfortable, less claustrophobic, and more convenient for 
patients. Recently, open low-field MRI scanners for extremities have become popular, mainly 
because these modalities are maintenance-free, more comfortable for patients, and more 
accessible than high-field scanners [1-4]. 
Gradient coils are key components of MRI systems, being used to generate linearly 
varying magnetic fields that spatially encode the imaging region. In modern MRI applications, 
there are increasing demands for strong gradient fields and fast switching of coil currents to 
enable rapid image acquisition with high image quality. It follows that the primary criteria for 
gradient coil design should include high efficiency and linearity with short switching times (i.e., 
low inductance). At the same time, secondary concerns such as eddy current induction and 
thermal heating due to gradient switching should not be overlooked. Therefore, gradient coil 
design is not straightforward and many design methods have been proposed to optimize the 
design criteria while balancing the various trade-offs for particular applications [5-7]. 
An open MRI system uses a pair of planar coils, referred to as biplanar gradient coils 
[8], that are attached to the two opposing magnetic poles. An advantage of the biplanar gradient 
geometry is that it offers a maximized open space in the magnet gap (i.e., the greatest 
accessibility for the patient). However, coil parameters such as gradient efficiency, inductance, 
and resistance depend on the size of the coil, with small coils leading to good performance. 
Therefore, it is desirable to design coils to be as small as possible [6].  Because the imaging 
volume is typically assumed to be within a sphere or an ellipsoid, from a performance 
perspective, it is desirable that the coil shape is also spherical or ellipsoidal. Practically, because 
of the accessibility constraint, the direction along the sample or subject needs to be open, and 
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a cylindrical or oval shape could be a better choice. Imaging human hands is one of the typical 
applications of an open MRI system, and its imaging volume is set to be ellipsoidal according 
to the shape of the hand. In this paper, we propose oval gradients for human hand imaging  
that have the potential to maximize coil performance, but have not yet been applied in an open 
MRI system. Oval coils offer better coverage of the imaging volume than biplanar coils with 
the same gap size; therefore, they might have superior performance. 
A key technology for designing oval gradients is the combination of matrix-inversion 
optimization techniques with discrete representations of the current surface [9-15]. This 
approach enables the design of arbitrarily shaped gradient coils, such as ultrashort coils, head 
gradient coils with highly asymmetric geometry, and shoulder-slotted gradient coils [13]. One 
promising approach to matrix-inversion optimization is the use of truncated singular value 
decomposition (TSVD). Its major advantage is that magnetic field accuracies can be controlled 
by choosing an appropriate number of eigenmodes that make major contributions to the 
magnetic field. This concept has been demonstrated recently in the context of biplanar coils 
[11,14,15]. 
In this paper, we design oval gradient coils for a 0.3 T open MRI system used for hand 
imaging [16]. We compare the coil performance with biplanar gradient coils having the same 
gap size. We also construct the designed oval gradient coils and demonstrate their usefulness. 
 
Methods 
The gradient coils were designed using the TSVD method [11,14,15]. In brief, the 
current surface of each gradient coil was discretized into a mesh of triangles. The stream 
function 𝑇𝑖 for the current density at each node (i.e., the current potential) was then solved by 
matrix inversion using TSVD and Tikhonov regularization [17]. 
The magnetic field at a point 𝑗 was expressed as, 
 𝐵𝑗 = Σ𝑖𝐴𝑖,𝑗𝑇𝑖. 
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Here the coefficient 𝐴𝑖,𝑗  was calculated using the Biot–Savart law. Defining 𝐵 =
(𝐵1, ⋯ , 𝐵𝑛)
𝑇and 𝑇 = (𝑇1, ⋯ , 𝑇𝑚)
𝑇, this equation was reformulated as a matrix multiplication 
𝐵 = 𝐴𝑇. The matrix 𝐴 can be written using TSVD and given by 
 𝐴 = 𝑈𝛬𝑉𝑇, 
where 𝑈 and 𝑉 are unitary matrices, and 𝛬 is a diagonal matrix containing the singular 
values 𝜆𝑖 , i = 1, ⋯ , min(n, m). Using the columns of 𝑈, denoted 𝑢1, ⋯ , 𝑢𝑛, and those of 𝑉, 
denoted 𝑣1, ⋯ , 𝑣𝑚 
 𝐴 = Σ𝑖𝜆𝑖𝑢𝑖𝑣𝑖
𝑇. 
The current potential matrix 𝑇 is then calculated as 
𝑇 = 𝐴−1𝐵 = Σ𝑖
𝑣𝑖𝑢𝑖
𝑇
𝜆𝑖
𝐵. 
A rank-𝑘 approximation of 𝑇 can be given by a truncated sum of rank-one matrices; 
namely, 
  𝑇(𝑘) = Σ𝑖
𝑘 𝑣𝑖𝑢𝑖
𝑇
𝜆𝑖
𝐵.  
The eigenmodes with large 𝜆 make the dominant contributions to the magnetic field, 
and the field accuracy can be controlled by choosing an appropriate number of those 
eigenmodes manually. 
 A discrete wire path was obtained for the coil design by contouring the current 
potential distribution over the mesh elements. Then a Biot–Savart-law calculation was 
performed to obtain the magnetic field strength per unit current at the target points 𝐵z
𝐵𝑆(r). 
This result was used to calculate the gradient efficiency 𝜂, defined as the field gradient strength 
at the origin per unit current, and other parameters of the coil. The accuracy of the gradient 
field was measured by the nonlinearity of the field gradient, max |
𝐺(𝒓)
𝐺(𝑂)
− 1|, where 𝐺(𝒓) is 
the field gradient strength per unit current at position 𝒓. The gradient field accuracy was also 
evaluated by the gradient homogeneity,  𝛿 , defined as 
1
V
∫(𝐵𝑧
𝐵𝑆(𝒓)/𝐵0(𝒓) − 1)
2 𝑑𝒓, where 
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𝐵0(𝒓) is the desired field at position 𝒓, and the integral is taken over the target area for a 
volume 𝑉. The inductance 𝐿 was calculated according to an approximated curve integral [18] 
similar to the Neumann formula: 𝐿 =
𝜇0
4𝜋
(∮
𝑑𝒍1⋅𝑑𝒍2
Δ
)
Δ>𝑎/2
+
𝜇0
4𝜋
𝑙𝑌 + 𝛰(𝜇0𝑎), where 𝑑𝒍1 and 
𝑑𝒍2 are two elementary filaments separated by the distance Δ, 𝑎 is the radius of the wire, 𝑙 
is the length of the wire, 𝑌 is the constant depending on the distribution of the current in the 
cross section of the wire, and 𝑌 = 0 when the current inside the wire is neglected. The error 
 𝛰(𝜇0𝑎) is small when 𝑙 ≫ 𝑎. For simplicity, we neglected the second and third terms. 
The figure of merit (FOMs) [5,7] that characterize the coil performance irrespective 
of the number of turns of wire 𝑁  can be given by 𝜂2/𝐿√𝛿  or 𝜂2/𝐿 , 𝜂2/𝑅  (similar to 
𝜂/√𝑅), and 𝜂𝑤, where 𝑅 is the resistance, and 𝑤 is the minimum wire spacing. These three 
FOMs are indicators of coil performance representing rapid gradient switching (𝜂2/𝐿√𝛿), less 
heat dissipation (𝜂2/𝑅), and high cooling capability (𝜂𝑤), respectively [7]. The resistance 𝑅 
depends on the cross section of the wire. Because the FOM 𝜂2/𝑅 is independent of 𝑁 for a 
fixed layer thickness (see [19] and references therein), we calculated 𝑅 assuming a flat strip 
line with the fixed thickness of 0.1 mm and the width of 𝑤. 
 Oval X, Y, and Z gradients were designed for an extremity-dedicated open MRI 
system [16] with a field strength of 0.3 T, a magnet gap of 120 mm, and pole-piece diameter 
of 360 mm. The target region for the gradient field was set as an ellipsoidal volume (100  100 
 50 mm3) at the center of the magnet field. The geometry of the gradient coils was an oval 
cylinder (see Table 1 and Fig. 1(a)). The x- and z-axes corresponded to the major and minor 
directions of the oval plane. The y-axis corresponded to the cylinder axis. The magnetic field 
was parallel to the z-axis. For comparison, we designed biplanar gradients with the same gap 
size as the height of the oval gradients using TSVD. 
To improve the TSVD solution, we assigned a weight to each node 𝑇𝑖 to mitigate 
distance variations [14,15]. This corresponds to making a variable transformation 𝑇𝑖 → 𝑇𝑖/𝛿𝑖, 
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where 𝛿𝑖  is the weight assigned to the 𝑖 th node. Here, we used 𝛿𝑖 = √𝑥𝑖
2 + 𝑦𝑖
2 , where 
(𝑥𝑖 , 𝑦𝑖, 𝑧𝑖) are the Cartesian coordinates of the 𝑖th node. Without using the weighing factor, the 
current potential contours tend to have more complicated shapes near the center area than at 
the edge area, which could cause problems for large magnetic energy, large resistive energy, 
and complicated patterns. The reason for this complexity is discussed in the following. In the 
original TSVD method, low-ordered eigenmodes with large 𝜆 are preferentially selected. The 
low-ordered modes tend to have centered current potential distribution [14], because the finite 
elements located near the target imaging volume could generate large magnetic fields. 
TSVD solutions depend on the initial pattern, which is often empirically determined. 
Here we used initial patterns given by the following equations (Figs. 1(b)–(d)) to obtain a 
smoother solution [14,15]. 
𝑇0,𝑥(𝑟, 𝜃) = 𝑇𝑐,𝑥 × 𝑐𝑜𝑠𝜃 × 𝑠𝑖𝑛 {
𝜋
2
(1 −
𝑟−𝑅𝑐
|𝑟−𝑅𝑐|
∙
2𝑟−𝑅𝑐
𝑅𝑐
)}, 
𝑇0,𝑦(𝑟, 𝜃) = 𝑇𝑐,𝑦 × 𝑠𝑖𝑛 𝜃 × 𝑠𝑖𝑛 {
𝜋
2
(1 −
𝑟−𝑅𝑐
|𝑟−𝑅𝑐|
∙
2𝑟−𝑅𝑐
𝑅𝑐
)}, 
𝑇0,𝑧(𝑟, 𝜃) = 𝑇𝑐,𝑧 ×
𝑟
𝑅𝑐
. 
Here 𝑇0,𝑥, 𝑇0,𝑦, and 𝑇0,𝑧 are the initial current potentials for the X, Y, and Z coils, respectively. 
𝑟 and 𝜃 are the polar coordinates in the coil plane, and 𝑅𝑐 is the radius of the coil plane. 
𝑇𝑐,𝑥, 𝑇𝑐,𝑦, and 𝑇𝑐,𝑧 are constants that were determined manually, such that the initial magnetic 
field was closer to the target magnetic field. Here, these constants were 203 (oval X), 238 (oval 
Y), 343 (oval Z), 384 (biplanar X), 384 (biplanar Y), and 490 (biplanar Z). 
The gradient design algorithm and graphical user interface were implemented in C# 
and .NET Framework 4.5 with the Math.NET Numerics library. The parameters used for TSVD 
are summarized in Table 1. The computation time for TSVD was approximately 3 min for each 
coil using a 4 GHz CPU (Intel CoreTM i7-4790K) with 32 GB of RAM. 
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  Coils for the designed oval gradients were constructed by winding polyethylene-
coated copper wire (0.5 mm in diameter) and fixing to plastic plates (0.1 mm thick) using epoxy 
resin. The X, Y, and Z coil elements were stacked and fixed on an acrylic cylinder (4 mm thick). 
 The MRI system was equipped with a radiofrequency (RF) coil, the constructed 
gradient-coil set, an MRI digital transceiver (DTRX-6, MRTechnology, Tsukuba, Japan), a 
transmitter, a three-channel gradient driver (10 A, 30 V, DST Inc., Asaka, Japan), and a 
temperature control system. The RF coil was an oval-cylinder solenoid coil (100 mm  50 mm 
aperture, 220 mm long) shielded with brass plates (0.5 mm thick) and a 5-mm-thick aluminum 
plate. 
 The gradient efficiency of the built coil was measured using a regularly spaced 
three-dimensional (3D) lattice phantom (Fig. 2) made of acrylic square trenches filled with 
baby oil. The lattice phantom was imaged using a 3D spin echo sequence. Then, the distance 
in the readout direction in pixel 𝑛𝑥, between two vertex points was measured from the 
image. The efficiency 𝜂 in the readout direction was calculated as 
𝜂 =
2𝜋𝑛𝑥
𝛾𝐿𝑇𝑥𝐼
 ,  
where 𝛾  is the gyromagnetic ratio, 𝐿 is the geometric distance between the two 
vertex points, 𝑇x  is the readout time, and 𝐼  is the current flowing through the gradient 
coil.For the demonstration, the left hand of a healthy volunteer was imaged using the oval-
gradient system. The pulse sequence used was a 3D gradient echo with a varying echo time TE. 
Imaging parameters were set as follows: repetition time = 40 ms, field of view = 100 mm  
150 mm  50 mm, matrix size = 256  192  32, flip angle = 45, and number of excitations = 
2. The bandwidths were 125 kHz (TE = 2 ms), 100 kHz (TE = 6 ms), and 25 kHz (TE = 11 ms). 
 
Results and discussion 
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Figure 3(a) shows the dependence of the efficiency 𝜂 on the number of the current-
potential contours 𝑁, with the efficiency increasing linearly with 𝑁. The oval X and Z coils 
had higher efficiency values than the corresponding biplanar X and Z coils for a given 𝑁, 
reflecting the closed geometry of the oval coils. The Y coil had a comparable efficiency for 
both geometries. This is because the oval coil was not closed in the y direction. The values of 
the FOMs for the oval and biplanar coils (see Figs. 3(b)-(d)) were almost independent of 𝑁 
but were dependent on the coil geometry and therefore represent good measures of the coil 
performance. The mean 𝜂2/𝐿√𝛿 over 𝑁 (see Fig. 3(e)) for the oval X, Y, and Z coils were 
2.28, 1.24, and 2.74 times higher than those for the biplanar X, Y, and Z coils, respectively. 
This indicates that the oval gradients systematically outperformed the biplanar gradients in 
terms of gradient-switching speed. 
The mean 𝜂2/𝑅 for the oval X coil was larger than that for the biplanar X coil (Fig. 
3(f)). However, the oval Y and Z coils had a lower mean 𝜂2/𝑅 than the biplanar Y and Z coils. 
The mean  𝜂𝑤 also showed the same tendency (Fig. 3(g)). These values indicated that the oval 
Y and Z coils had lower performance than biplanar ones in terms of heat dissipation and cooling 
capability. This is caused by the fact that the area of the oval coil planes was smaller than that 
of the biplanar coils; therefore, the minimum wire spacing 𝑤 became smaller for a given 𝑁. 
This led to a narrower wire width and a larger resistance for the oval Y and Z coils, resulting 
in more heat dissipation and less cooling capability than for the biplanar coils. 
However, it is worth noting that the coil surfaces for the oval gradients were exposed 
to the air, enabling efficient cooling paths. In addition, the oval coils were not directly attached 
close to the pole pieces, in contrast to traditional biplanar gradient coils, which are attached 
close to the pole pieces. The heat in biplanar coils may accumulate in the space between the 
gradient coil and the pole pieces, often resulting in thermal drift by the magnet and consequent 
image artifacts such as blurring. To rectify this, a water-cooling system might be necessary for 
biplanar coils. For oval-gradient coils, the inherent efficient cooling by the surrounding air 
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avoids this problem altogether and would alleviate the larger heat generation for the Y and Z 
coils. 
Table 2 summarizes the detailed theoretical properties of the oval and biplanar 
gradients for 𝑁 =60 (X), 50 (Y), and 40 (Z). Each oval coil exhibited high efficiency and low 
inductance, in comparison with the corresponding biplanar coil, while maintaining a 
comparable accuracy for the gradient field. As described before, the oval Y and Z coils had 
higher resistance. Figure 4 shows the winding patterns. Unlike the biplanar coils, the oval coils 
had asymmetric geometry with respect to the z-axis, which led to asymmetric winding patterns 
for X and Y. Figure 5 shows the construction and installation of the designed oval-gradient 
coils. Here we used the 0.5 mm-diameter wire, which was slightly larger than the minimum 
wire spacing 𝑤 for the Y (0.357 mm) and Z (0.425 mm) coils, to reduce the coil resistance 
down to the practical level. For example, if we construct the Y coil using a round wire with the 
diameter 𝑤, the coil resistance would reach to 5.4 Ω, which could pass only 5.6 A current with 
the gradient amplifier used in this study (maximum current = 10 A and voltage = 30 V). Thus, 
we used the wider 0.5 mm diameter wire, which had the theoretical resistance of 2.8 Ω and 
could pass the maximum current of 10 A. Because we used the larger diameter wire, the 
winding patterns of the constructed Y and Z coils were different from those of the designed 
coils, and part of the wires were densely wound. However, most parts were constructed as 
designed, and the deviated part was located close to the edge of the coil planes, which 
contributed less to the gradient field in the imaging volume. Moreover, the difference in the 
wire spacing was < 0.2 mm, which was as small as the manufacturing error. 
Table 3 compares the performance of the theoretical and constructed coils. Here, we 
used the theoretical value of 𝑤 for the constructed X coil. The Y and Z coils were partly 
densely wound, and thus we assumed 𝑤 to be a double of the cladding thickness of the wires, 
which resulted in small values of 𝜂𝑤. The efficiency values (in mT/m/A) of the constructed 
coils were 8.0 (X), 4.5 (Y), and 6.7 (Z), respectively. These values were slightly higher than 
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the theoretical ones, possibly because of the effect of mirror currents flowing in the pole pieces. 
To estimate the mirror current effect, we used a simple model of mirror-current planes (Fig. 
6(a)). Then the enhancement effect caused by the mirror current can be modeled as follows: 
𝑱total = 𝐼𝛿(𝒓w) + 𝛽(𝐼𝛿(𝒓𝑢) + 𝐼𝛿(𝒓𝑙)), 
where 𝑱total is the total current density considering mirror current, 𝒓w is the position of the 
wire path in the coil plane, 𝒓𝑢 and 𝒓𝑙 are the corresponding mirror positions in the upper and 
lower pole pieces, respectively. 𝛽 is the relative amplitude of the mirror current. Figure 6(b) 
shows the x–z plane of the 3D image of the lattice phantom. The light blue points in the figure 
are the theoretical positions of the vertex points calculated with the theoretical 𝜂 and without 
considering mirror current (𝛽 = 0). The theoretical points correspond to the imaged vertex 
points of the phantom near the center of the image, but deviate at large z. The red points in Fig. 
6(b) were the theoretical vertex positions assuming that 𝛽 = 0.3 , and showed a good 
agreement with the imaged vertex positions. There is a small difference between the theoretical 
and imaged positions near the edge (at large x), possibly because we assumed semi-infinite 
mirror-current planes and neglected the finite size. These results indicated that the mirror-
current effect enhanced the gradient efficiency, in particular near the z-axis, but distorted the 
gradient linearity. To correct the gradient distortion, the design method that considers the 
mirror-current effect might be required. For the biplanar gradients, in contrast, the coil planes 
are parallel to the pole surfaces, and gradient distortion would hardly appear even with mirror 
current. 
Despite the closed geometry, the oval gradient coils could be closely fitted to the RF 
coil, and the whole system retained high accessibility by the subject or sample. 
High efficiency and consequent high-gradient amplitudes provide great benefits for 
imaging. For example, a signal can be acquired with a wide bandwidth and a short sampling 
time. This allows imaging with a short TE, giving the potential merits of high signal-to-noise 
ratio and additional image contrast of tissues with a short transverse relaxation time T2. Figure 
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7 shows the different image contrasts for the volunteer’s left hand for different TEs. As the TE 
increases, the cartilage (indicated by white arrows in the coronal images), which has a longer 
T2 than other tissues [20], is imaged more brightly, whereas the tendon (indicated by white 
arrows in the axial images) with its shorter T2 [21] was imaged less brightly. The signal-loss 
artifact (circled in the axial image) appeared when TE = 11 ms. Such artifacts in gradient-echo 
images are the result of field inhomogeneity and become less noticeable as the TE decreased. 
It is worth noting that imaging with a short TE (TE = 2 ms) was possible only for the oval 
gradients. This was not possible for the biplanar gradients and the existing gradient amplifier, 
because of the limited maximum gradient strength. 
The short sampling time also allows imaging with a large matrix for a given TE, which 
is essential for magnetic resonance microscopy [22] (i.e., imaging with a microscopic 
resolution). A strong gradient is also indispensable for ultrafast imaging modalities such as 
echo planar imaging [23,24]. 
 For the proof-of-principle implementation that we have described, the gradient field 
was not shielded, which may cause undesired secondary fields generated by eddy currents. 
Although this was not severe for the standard sequences used in this study, faster and stronger 
switching of the gradient coils might lead to image artifacts originating in a strong eddy-current 
field. With the current design framework, however, the implementation of a shielded coil would 
not be difficult. A combination of an oval main coil and a biplanar shielded coil might represent 
a better solution for maintaining high accessibility and openness in the magnetic gap. 
 
Conclusion 
 In conclusion, we have proposed using oval gradients for a vertical-field MRI system. 
The oval gradients could maintain adequate gradient homogeneity, openness, and high subject 
accessibility. The oval gradients were found to have a much higher switching capability than 
traditional biplanar gradients with the same gap. The oval Y and Z coils had lower performance 
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than biplanar coils in terms of heat dissipation and cooling capability. However, the oval coils 
offered an efficient heat-dissipation path to the surrounding air, which would alleviate the heat 
problem. The merits of their high efficiency were demonstrated by short-TE imaging of a 
human hand. We concluded that oval gradients could outperform traditional biplanar gradients. 
 The authors would like to acknowledge Mr. Jyupei Matsuzaki for his assistance with 
the imaging experiments. 
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Figure captions 
 
Fig. 1 (a) Mesh of the oval cylinder plane used for coil design. (b)–(d) Initial distribution and 
contours of current potential used for the TSVD calculation: (b) X-gradient, (c) Y-gradient, and 
(d) Z-gradient. 
 
Fig. 2 Schematic of three-dimensional lattice phantom. 
 
Fig. 3 (a)–(d) Dependence of coil performance on the number of contours N: (a) efficiency , 
(b) 𝜂2/𝐿, (c) 𝜂2/𝑅, and (d) 𝜂𝑤. (d)–(g) Mean FOMs over N: (e) 𝜂2/𝐿, (f) 𝜂2/𝑅, and (g) 
𝜂𝑤. 
 
Fig. 4 Winding patterns for various gradients: (a) biplanar X, (b) biplanar Y, and (c) biplanar 
Z, (d) oval X, (e) oval Y, and (f) oval Z. For the oval patterns, the parametric equations of the 
coil path line with respect to the parameter 𝜙 are given by 𝑥(𝜙) = 𝑎 cos 𝜙 and 𝑧(𝜙) =
𝑏 sin 𝜙 , where 𝑎  and 𝑏  are the semi-major and semi-minor axes of the oval plane, 
respectively. 
 
Fig. 5 (a) Schematic of oval gradients (colored in brown), target area (colored in blue), and a 
C-type magnet. (b) Construction process for the designed oval gradient coils: after the X coil 
is fixed to the plate, the Y coil is stacked on it, and finally the Z coil. (c) The oval gradient coils 
and the RF probe. (d) Installation of the gradient coils and the RF probe. 
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Fig. 6 (a) Mirror current model. (b) x–z image of a regularly spaced 3D lattice phantom. The 
light blue points indicate the vertex positions calculated without considering mirror current. 
The red points indicate the vertex positions calculated with mirror current. 
 
Fig. 7 3D-GRE MR images of the left hand of a healthy volunteer: (a) TE = 2 ms, (b) TE = 6 
ms, and (c) TE = 11 ms. The black arrows pointing to the coronal and axial images indicate the 
slice positions of the axial and coronal images. The white arrows in the coronal images indicate 
the cartilage. The white arrows in the axial images indicate the tendon. The white circle 
indicates a signal-loss artifact. 
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Table 1 Coil dimensions and parameters for TSVD calculations. 
 
X Y Z 
Coil dimensions 
   
Width [major axis x] (mm) 158 160 162 
Height [minor axis z] (mm) 108 110 112 
Length [cylindrical axis y] (mm) 200 200 200 
Parameters for TSVD 
   
Tikhonov regularization factor N/A N/A 510–7 
Number of selected eigenmodes 16 43 16 
Number of current nodes 8192 8192 8192 
Nonlinearity constraint (%) 8 8 8 
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Table 2 Theoretical performance of the oval and biplanar coils. The resistance 𝑅  was 
calculated assuming the copper strip line with the thickness of 1 mm and the width of 𝑤. 
 
Type Oval coils Biplanar coils 
  X Y Z X Y Z 
Number of contours N 60 50 40 60 50 40 
Efficiency 𝜂 (mT/m/A) 7.54 3.14 5.92 3.80 3.13 4.30 
Nonlinearity (%) 8.42 8.55 8.27 8.04 8.25 8.13 
Gradient homogeneity 𝛿 (%) 0.0401 0.0201 0.0651 0.00787 0.00921 0.0799 
Min. wire spacing 𝑤 (mm) 0.928 0.357 0.425 1.46 1.66 2.04 
Inductance 𝐿 (H) 419 211 252 546 381 351 
aResistance 𝑅 () 0.777 1.53 1.27 0.654 0.482 0.364 
FOM, 𝜂2/𝐿√𝛿 (T2/m2/A2/H) 6.79 3.28 5.44 2.98 2.67 1.86 
FOM, 𝜂2/𝑅 (T2/m2/A2/) 73.2 6.45 27.6 22.1 20.3 50.7 
FOM, 𝜂𝑤 (T/A) 7.00 1.12 2.52 5.54 5.19 8.77 
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Table 3 Performance of the theoretical and constructed coils. The resistance 𝑅 was 
calculated assuming the round copper wire with the diameter of 0.5 mm. 
 
Type Theoretical coils Constructed coils 
  X Y Z X Y Z 
Efficiency 𝜂 (mT/m/A) 7.54 3.14 5.92 8.0 4.5 6.7 
Inductance 𝐿 (H) 419 211 252 474 343 299 
Resistance 𝑅 () 3.67 2.77 2.75 3.95 3.58 3.09 
FOM, 𝜂2/𝐿 (T2/m2/A2/H) 0.135 0.0466 0.139 0.14 0.060 0.15 
FOM, 𝜂2/𝑅 (T2/m2/A2/) 15.5 3.55 12.7 16 5.7 14 
FOM, 𝜂𝑤 (T/A) 7.00 1.12 2.52 7.4 0.095 0.14 
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